[Methods of enhancing the specificity of immunoenzyme test systems for the determination of human IgE].
The sensitivity and specificity of an enzyme immunoassay (EIA) system for the determination of total IgE in humans increases if polystyrene plates are sensitized with swine gamma-globulin and the conjugate is prepared with the use of sheep gamma-globulin obtained from the commercial preparation of sheep antiserum to human IgE. Such system becomes even more specific and sensitive if sheep antibodies to human IgE, purified by affinity chromatography, are used both for the sensitization of polystyrene plates and for the preparation of the conjugate. This conjugate is necessary for the development of EIA systems intended for the determination of specific human IgE-antibodies to various allergens.